
JRRDJRRD Volume 47, Number 6, 2010

Pages 573–582

Journal of Rehabil itation Research & Development
At-home training with closed-loop augmented-reality cueing device for 
improving gait in patients with Parkinson disease

Alberto J. Espay, MD, MSc;1* Yoram Baram, PhD;2 Alok Kumar Dwivedi, PhD;3 Rakesh Shukla, PhD;3 
Maureen Gartner, RN, MEd;1 Laura Gaines, BA, CCRC;1 Andrew P. Duker, MD;1 Fredy J. Revilla, MD1
1The Neuroscience Institute, Department of Neurology, Movement Disorders Center, University of Cincinnati, Cincin-
nati, OH; 2Department of Computer Science, Technion-Israel Institute of Technology, Haifa, Israel; 3Center for Bio-
statistical Services, Department of Environmental Health, University of Cincinnati, Cincinnati, OH

Abstract—Shuffling and freezing wh ile walking can impair 
function i n pati ents wi th Parki nson d isease (PD ). Open -loop 
devices that provide fixed-velocity visual or auditory cues can 
improve gait but may be unreli able or exacerbate freezing of 
gait in some patients . We examined the ef ficacy of a closed-
loop, accelerometer -driven, wear able, visual-auditory cueing 
device in 13 patients with PD with off-state gait impairment at 
baseline and after 2 weeks of twice daily (30 minute duration) 
at-home use. W e measured gait  velo city, st ride lengt h, and 
cadence using a validated electronic gait-analysis system. Sub-
jects underwent standard moto r as sessment and completed a 
self-administered Freezing of Gait Ques tionnaire (FOGQ) 
(range 0–24; lower is better). Aft er trai ning, devi ce use 
enhanced walking velocity (61.6 ± 20.1 cm/s to 72.6 ±
26.5 cm/s, p = 0.006) and stride length (74.3 ± 16.4 cm to 84.0 ±
18.5 cm, p = 0.004 ). Upon device removal, walk ing veloci ty 
(64.5 ± 21 .4 cm/s to 75 .4 ± 21.5 cm /s, p < 0.001 ) and stride 
length (79.0 ± 20.3 cm to 88.8 ± 17.7 cm, p = 0.003) exhibited 
a greater magnitude of change, suggesting immediate residual 
benefits. Also upon device removal, nearly 70 percent of sub-
jects improved by at least 20 percent in either walking velocity, 
stride l ength, o r b oth. An  overall i mprovement in g ait w as 
measured by  the FOGQ (14.2 ± 1.9 to 12.4 ± 2.5, p = 0.02).  
Although issues related to compliance and response variability 
render a defini tive in terpretation of stud y outco me di fficult, 
devices using closed-loop sensory feedback appear to be effec-
tive and desirable nonpharmacologic interventions to improve 
walking in selected individuals with PD.

Key words: cueing device,  festination, freezing of gait, gait, 
gait impairment, Parkinson disease, PD, rehabil itation, virtual 
reality device, visual feedback.

INTRODUCTION

Gait impairment in the form of shuffling, short steps, 
or freezing often occurs du ring the course of Parkin son 
disease (PD), generati ng substantial disability [1]. It  is 
well recognized that audi tory, visual, or t actile stimuli 
can improve gait in patients with PD [2]. As a result, 
devices that exploit the sensory cueing-related modifica-
tion of gait in patients with PD  have been proposed with 
limited s uccess for ongoing use [3–4]. The se devices  
employ open-loop strategies; that is, they impose  on the  
patient a sensory signal, generated by an external source, 
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that is not af fected by the patient’s own motion. Exam -
ples are fixed-velocity visual cues [5] or rhythmic a udi-
tory cues [6]. While open-lo op stimulation may of fer 
some benefit to so me patient s [3 ,7], such cu es w ere 
found to cause confusion and exacerbate freezing of gait 
in others [3]. Indeed, i t is well known that the st abiliza-
tion of open-loop dynamic systems, which are inherently 
unstable, can o nly be a chieved by  feed back, tha t is 
closed-loop, systems [8]. The key role played by sensory 
feedback in gait stabilization and control, i.e., where the 
feedback signal is generated by the patient’s own motion, 
has been demonstrated by  the gait improvement s in 
patients with PD when they are provide d w ith visua l 
markings on the ground [9–10]. At the same time, a clini-
cal study addressing the role of visual feedback in main-
taining postural balance in  stance de monstrated tha t 
feedback increases postural st ability in standing tasks, 
indicating a more prominent role for closed-loop ( feed-
back) control over open-loop (feed-forward) control [11].

The development of a wearable virtual reality device 
driven by inertial sensors th at delivers e arth-stationary 
visual feedba ck cues has pr ovided an  opportunity to 
assess a closed-loop system of sensory (vis ual-auditory) 
feedback stimuli to aid dysfunctional gait in patients with 
PD. W e sought to examine the ef fect of a wea rable, 
closed-loop, visual-auditory cueing system on parkinso-
nian ga it in the “ off” state , when the  magnitude of ga it 
impairment is expected to be largest. Preliminary clinical 
studies [3, 12] h ave demo nstrated th at the cl osed-loop 
feedback device significa ntly improves gait speed while  
in use and appears to induce a residual benefit for several 
days by  dy namically deliv ering a til ed floo r pattern 
adapted to the patient’s own motion. It is believed that 
the optical flow  provides a reassuring feedback effect, 
informing the patient of motion being perfo rmed and 
matching visual feedback from foot-tile matching to 
auditory feedback from clicki ng obtained for e ach step. 
These elements help produce a balanced rhythmic walk. 
In contra st to the open-loop strategies, this  de vice also 
appears to produce and maintain a high degree of patient 
confidence, comfort, a nd sa fety [3]. T o the best of our 
knowledge, this is the first study assessing the feasibility 
and effects of at-home training with a closed-loop sensory-
feedback device in patients with PD.

METHODS

Subjects
We recruited consecutive,  consenting patients with 

PD who had of f-state gait shuffling, festination, and/or 
freezing and a score >1 on the Unified Parkinson Disease 
Rating Scale (UPDRS) III item 29 and who did not 
require continuous ambulato ry aid from the Movement 
Disorders Center at the University of Cincinnati. Patients 
spent >3 hours/da y in the of f state. We did not study 
patients with primary on-state freezing to maximize  
homogeneity of the target population. Patients had been 
on a stable dose  of antiparkins onian medications a nd 
required no medication adjustments during the course of 
the study. The following excl usion criteria were used:
(1) prio r functio nal neuro surgery; (2) musculo skeletal 
disorders, such as severe ar thritis, knee surgery, hip sur-
gery, or any other condition that the investigators deter-
mined would impair assessment of gait; (3) history of 
stroke; (4) cerebellar , vestib ular, or se nsory ataxia; and 
(5) Mini-Mental State Examination score <24. 

Visual-Auditory Walker
The de vice is compose d of a small measurement-

computation unit attached to  the pa tient’s clo thing, a 
head-mounted m icrodisplay, an d e arphones (Figure 1 ). 
The me asurement-computation unit is composed of a 

Figure 1.
Virtual (augmented) reality goggles used in this study containing 
built-in LCD screen, which projects flo or til es wh en s ubjects ar e 
moving, and earphones that sound step-matched cue as determined by 
connected sensor strapped at belt.
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multiaxial accelerometer, a compass, and a microcontrol-
ler. The apparatus, operatin g in an adaptive  closed-loop 
mode, displays a life-size virtual checkerboard-tiled floor 
superimposed on the real world w ith s pecialized s ee-
through glasse s. The  closed-l oop (or feedba ck) conc ept 
(as opposed to op en-loop) implies that the speed of the 
cues is not exte rnally set but,  rather, is an outcome (and 
indeed a duplicate) of the walking speed of the user. The 
visual effect is the same as that c reated by walking over 
earth-stationary cues (i.e., a real tiled floor). Similarly, 
the rhythm of the auditory cue is de termined by the 
rhythm of the s teps, not vice versa. The user then regu -
lates the gait pattern to create a constant optical flow and 
a rhythmic auditory cue. The vi rtual (aug mented) floo r 
responds d ynamically to  th e pa tient’s o wn m otion an d 
“moves” toward him or her at the speed set by the user as 
measured by the accelerometer. The tiled floor acts as a 
moving visual display whose speed is generated in a natu-
ral feedback fashion by the patient’s own motion, much 
like earth-st ationary vis ual cues. The grid allows for 
patients to step on the tiles with long strides as they walk, 
though they do not enlarge or modify based on previous 
step length. A steady gait synchronizes the patient’s own 
steps with the virtual ti les and the auditory cues , thus 
“rewarding” the  patient for ma king the ef fort. Subjects 
can view real-world obstacles without difficulty. Subjects 
with corrective lenses are able  to use the device without 
difficulty. Additional audi tory feedback from t he 
patient’s own steps is pro vided through earphones. Sub-
jects hear the auditory cue produced by the steps through 
the earphone s. The auditory f eedback is continuous s o 
long as patients are walking steadily, producing a rhythm 
they hear based on their gait pattern.

Gait System
The validated gait analysis system (GAITRite, CIR 

Systems, In c; H avertown, Pennsylvania) used in this 
study consists of a 4-meter electronic walkway that con -
tains s ix sensor pads encapsulated in a roll-up carpet to 
produce an active area 24 inches (61 cm) wid e and
144 inches (366 cm) lon g [13]. In this arrangement, the 
active area is a grid (48 sensors by 288 sensors placed on 
0.5 inch [1.27 cm] centers) totaling 13,824 sensors. T he 
walkway is porta ble, can be la id over a ny flat surface, 
requires mini mal setup  and test time, and req uires no  
placement of any devices on the patient. The application 
software controls the functionality of the walkway, pro-
cesses the ra w data into footfall patterns, and computes 

temporal (timing) and spatia l (distance) gait parameters, 
including stride length, cadence, and velocity.

Study Evaluations
Subjects were asked to walk  at their usual pace on a 

defined 10-meter path encompassing the GAITRite walk-
way beginning and ending at the same point under five  
conditions: (1) no sensory feedback (no device, baseline); 
(2) visual-auditory devi ce positioned but deactivated 
(device of f), (3) visual-auditory devi ce positioned with 
visual-only feedba ck activated, (4) visual an d audi tory 
feedback activated, and (5) again with no sensory fe ed-
back (device off, immediate residual effect). Each condi-
tion was repeated three tim es an d the  av erage of the se 
was used for analysis. Due to the nature of the interven -
tion, the  order of the asse ssments was not randomiz ed 
and subject b linding was unattainable (signal noise in 
device would have worsened g ait in any  control group) 
but comparison of conditions 1 (no device) and 2 (device 
off) served to determine whether a placebo-like response 
could be elicited when the device was not yet providing 
visual-auditory feedback. Subjects were  assessed at two 
time points: baseline (visit 1) and aft er 2 weeks of at -
home use (visit 2). In between these in-clinic evaluations, 
subjects were instructed to use the visual-auditory device 
while walking for no less than two 30-minute  periods a  
day, regardless of their medication state. We emphasized 
use during periods of expe cted of f-related gait worsen-
ing. Subjects were not res tricted in their c hoice of walk-
ing inside or outside and were encouraged to incorporate 
training with their regular ac tivities. Since subjects were 
recruited on the basis of their off-related gait impairment, 
all study asse ssments took place during the  “practically 
defined of f period,” that is, in  the morning at least
12 hours since the last dose of any antiparkinsonian medi-
cation. We administe red a sta ndard motor examination 
with the UPDRS III [14]  and asked subjects to complete 
the self-administered Freezing  of Gait Questionnaire  
(FOGQ, ra nge 0–24; lower is  better) [15] to ascertain 
their motor and gait-specific function.

Data Analysis
We used the primary outcome measures (gait velocity,

stride le ngth, a nd ca dence) to assess the effect of t he 
device under various conditions. T o accomplish t his, we
evaluated the effects of the various conditions (no device, 
device without feedba ck, visual-only feedback, visual-
auditory feedback, and no device for immediate residual) on
each outcome variables using repeated measures analysis 
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of variance followed by po st hoc multiple comparisons 
with Bonferroni adjustment for each visit separately. The 
multiple comparisons were fo r each of the conditions 
versus baseline condition (condition 1). We examined the 
effect of training on each outcome using paired t-tests for 
each condition separately . Secondary outcome measures 
included changes in total FOGQ score, UPDRS III score, 
axial UPDRS III score, and fre ezing frequency between 
baseline and follow-up. We calculated the axial UP DRS 
III subscore by adding motor items 18–19 and 27–30 as 
described in a previous study [16], to determine whether 
in addition to gait, other axial motor features of PD were 
affected by the device. We used paired t-tests to compare 
the secondary outcomes between the visits. As an explor-
atory analysis, we used multiple regression analysis to 
assess the effect of bas eline UPDRS on the a bsolute 
change in velocity and stride length between condition 5 
at baseline and follow-up, adjus ting for disease duration. 
The significance criterion for the regression analysis was 
kept at 0 .05. We considered p-values less than 5 pe rcent 
significant.

RESULTS

Clinical Descriptions
Fifteen patients were enrolled, bu t two d id not feel 

comfortable using the glasse s (because  they we re 
“clunky” or “embarrassing to use in public”) and did not 
train at home as ins tructed. The patients (6 ma le, 73.3 ± 
11.7 years  old, diseas e duration 12.1 ± 4.2 ye ars, 
levodopa equivalents 1,413.8 ± 786.2 mg) had a UPDRS 
III score (of f-state during bo th assessments) of 28.1 ± 
11.1 at the first assessment and 24.1 ± 9.1 a t the s econd 
assessment (all data  presented as mean ±  standard devia -
tion unless  otherwise noted). Patients reported varying 
preference of sensory feedback: four subjects favored the 
combination of auditory and visual feedback, three sub-
jects preferred a uditory stim ulation alone, thre e visual 
feedback alone , and two ne ither (data missing for one 
subject). The gait parameters obtained for each condition 
with the gait analysis system are shown in the Table.

Table.
Gait parameters per condition (data presented as mean ± standard deviation).

Condition Velocity (cm/s) Stride Length (cm) Cadence (steps/min)
No Device (baseline)

Visit 1 64.2 ± 18.8 75.0 ± 15.4 104.4 ± 22.0
Visit 2 69.2 ± 22.8 81.1 ± 19.9 108.9 ± 23.3
% 7.7 ± 14.8 8.1 ± 15.1 7.1 ± 23.0

Device Without Feedback (off)
Visit 1 60.6 ± 18.3 73.9 ± 15.9 117.1 ± 27.3
Visit 2 71.5 ± 23.4 86.1 ± 23.7 114.8 ± 43.6
% 18.7 ± 23.2 16.6 ± 19.4 –3.7 ± 15.6

Visual-Only Feedback
Visit 1 56.4 ± 22.0 69.6 ± 20.5 105.3 ± 26.2
Visit 2 69.5 ± 26.8 80.4 ± 22.6 109.2 ± 24.5
% 26.5 ± 29.1* 19.2 ± 28.4 5.9 ± 20.7

Visual-Auditory Feedback
Visit 1 61.6 ± 20.1 74.3 ± 16.4 105.4 ± 32.0
Visit 2 72.6 ± 26.5 84.0 ± 18.5 110.6 ± 41.8
% 17.1 ± 20.4† 13.6 ± 12.7† 3.3 ± 12.6

No Device (immediate residual)
Visit 1 64.5 ± 21.4 79.0 ± 20.3 107.4 ± 42.3
Visit 2 75.4 ± 21.5 88.8 ± 17.7 114.6 ± 25.8
% 18.7 ± 14.4‡ 14.9 ± 15.2‡ 14.2 ± 35.0

*Significant difference between visits p < 0.05.
†Significant difference between visits p < 0.01.
‡Significant difference between visits p < 0.001.
Diff = Visit 2 – Visit 1, % = percent change ([Diff/Visit 2] × 100).
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Condition Effect by Visit
At visit 1, a significant ef fect of device on gait 

velocity was noted under various conditions (p = 0.006). 
The multiple pairwise compar isons revealed that condi -
tion 2 was not significantly different from condition 1 (p =
0.39). However, condition 3 was sign ificantly dif ferent 
from condition 1 ( p = 0 .008). A t visit 2 , th e ef fect of 
device on gait velocity for various conditions was found 
to be statistically significant (p = 0.03). In post hoc pair-
wise comparisons, condition 5 was significantly different 
from condition 1 ( p = 0.01), showin g th at a residual 
effect o f de vice o n gait velocity existed. No significant 
changes in mea n stride  length were noted at different 
conditions on visit 1 ( p = 0.18). However, a sign ificant 
improvement in stride length was found at visit 2. Only  
condition 5 was found to be significant as compared with 
condition 1 ( p = 0.008). Cadence was not significantly 
different under any condition for any visit. In summary, a 
condition ef fect on gait veloci ty as well as stride was 
found. The positive effects of device on gait velocity and 
stride were mainly observed at the second visit between 
condition 5 and condition 1.

Training Effect for Condition 1
A trend for improvement in velocity (64.2 ± 18.8 cm/s

to 69.2 ± 22.8 cm/ s, p = 0 .05) and stride length (75.0 ± 
15.4 cm to 81.1 ± 19.9 cm, p = 0.08) was noted. Changes 
in cadence (104.4 ± 22.0 steps/min to 108.9 ± 23.3 steps/
min) were not significant. Ga it veloci ty improved by at 
least 10 percent in six subjects and by more than 20 per-
cent in two. Stride length showe d similarly grade d 
responses (Figure 2).

Training Effect for Condition 2
A significant ef fect was noted of training on gait 

velocity ( p = 0 .02) an d s tride ( p = 0.0 2) b ut no t on  
cadence (p = 0.70) for condition 2. This result indicates 
that improved training effects were obtained with the use 
of the device.

Training Effect for Condition 3
Under condition 3, signific ant improvement in gait 

velocity was noted (p =  0.03). Also, a trend toward 
improvement in stride length was found (p = 0.06). How-
ever, again no change was noted in cadence for condition 3
(p = 0.51).

Training Effect for Condition 4
An improvement was foun d in gait  velocity (61.6 ± 

20.1 cm/s to 72.6 ± 26.5 cm/s, p = 0.006) an d strid e 
length (74.3 ± 16.4 cm to 84.0 ± 18.5 cm; p = 0.004). The 
improvement in cadence was not significant. Gait velocity
improved by at least 20 percent in eight subjects and by 
more than 30 percent in five. Stride length improved by
at least 10 percent in nine subjects and by more than
20 percent in five (Figure 2).

Training Effect at Condition 5
Marked improveme nt wa s found in gait velocity 

(64.5 ± 2 1.4 cm/s to  75.4 ± 21. 5 cm/s, p < 0.001) and 
stride leng th (79.0 ± 2 0.3 cm to 88.8 ± 1 7.7 cm; p = 
0.003), bu t no t cad ence. Gait velocity improved by at 
least 10 percent in nine subjects and by more than 30 per-
cent in three. S tride length improved by more than
10 percent in nine subjects and by more than 20 percent 
in five (Figure 2).

Training Effect Summary
The results indicate  that the  training ef fect beca me 

more magnified under condition 4 and condit ion 5 for 
gait velocity as well as stride compared with condition 1. 
Also, a significant improvemen t in velocity and stride 

Figure 2.
Percent change of velocity and stride length due to training effect (A = 
condition 1, day 1 vs 14, no sensory feedback), combined device and 
training effects (B = condition 4, day 1 vs 14, sensory feedback), and 
combined training and  immed iate residual ef fects (C = condition 5 , 
day 1 vs 14, no sensory feedback). Vertical bars denote standard error 
of the mean.
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was found for condition 5 compared with condit ion 1, 
especially at visit 2. Thus, an effect of training and condi-
tion on velocity and stride exists.

Unified Parkinson Disease Rating Scale and Freezing 
of Gait Questionnaire

Higher bas eline UPDRS scores predic ted residua l 
velocity an d stride lengt h impro vement ( p = 0 .002) 
adjusted for disease duration, indicating that patients with 
more adva nced disea se s howed greater benefit. The  
FOGQ improved from 14.2 ± 1.9 to 12.4 ± 2.5 (p = 0.02). 
A trend toward de creasing freque ncy of freez ing was  
noted from visit 1 (2.92 episodes/day) to visit 2 (2.54 epi-
sodes/day, p = 0.09). The UPDRS III at visit 2 was 24.1 ± 
9.1, lower than at visit 1 (28.1 ± 11.1) despite no changes 
in medications between the two off-state assessments (p =
0.009). A trend toward a reduction in the axial UP DRS 
scores was found at visit 2 (p = 0.07).

DISCUSSION

Training with augmented reality visual-auditory feed-
back cues i mproved gait velocity by 18 to 20 percent  in 
the immediate carryover state in a cohort of patients with 
PD who had substantial off-state gait impairment follow-
ing a 2-week at-home period of self-training. Contrary to 
our expectations, the bene fits were not observed within 
each visit, immediately up on device activation, or at  the 
initial posttrai ning evaluatio n before device activation, 
but as a robust immediate res idual or c arryover effect at 
the end of the  last ass essment. In fact, nearly 70 pe rcent 
of the subjects showed residual improvement of at least 
20 percent in velocity, stride length, or both (with almost 
40% o f subjects improving by  more than  30% in  those 
measurements), cha nges that were significa nt de spite 
high gait variability in response (as shown by large stan-
dard deviations). We speculate that the hardware required 
for the delivery of augmented sensory cues hindered the 
within-visit device-on response (by partially obstructi ng 
the v isual fie ld, adding d iscomfort with the  be lt s ensor, 
etc.), which expla ins the grea ter be nefits seen immedi -
ately a fter de vice removal compared with when the  
device wa s in use. This e ffect is expec ted to diminish 
with regular training and use of the device. Furthermore, 
improvement in the FOGQ, an ins trument highly corre -
lated with other measures of quality of life in PD [17], 
suggests that the changes  in gait were clinically signifi -

cant. Patients with more advanced disea se s howed 
greater benefit after using th e device, as greater baseline 
disability would provide the opportunity for a proportion-
ally la rger magnitude  of be nefit whe reas sma ll ba seline 
disability makes it  harder fo r the intervention to show 
any beneficial effects. The reduction in at-home freezing 
severity noted in the FOGQ, although small in mag ni-
tude, is particularly relevant because of the pharmacore-
sistance of freezing and its association with an increased 
rate of falls [18]. A possible mechanism for the reduction 
in fre ezing, w e s peculate, is the generation of cortical 
reorganization or neuroplasticity, which may alter or cir-
cumvent the neuronal pathways responsible for this phe-
nomenon. Finally, the im provement in velocity 
documented here was de pendent on incre ases in stride 
length, at t he relative expens e of c adence. The lack of 
change in cadence is  a reflec tion of the decrea se in step 
frequency seen when slow to medium walking velocities 
are replaced wit h higher walking velocit ies resulting 
from increased stride length [19].

This is the first study examining the effects of a vir-
tual (or augmented) reality device for at-home use aimed 
at improving gait in patients wi th PD. A prior random -
ized crossove r trial of an external cue tra ining program 
provided at home by physiotherapists demonstrated small 
but significant improvements  in the Posture and Gait 
Scale score, a composite of related UPDRS items (13–15 
and 29–30) [7]. While that study was the first controlled 
trial that use d a cueing device at home , it relied on an 
open-loop system with cueing  pa rameters tha t needed 
separate adjustments to increase stride length and avoid 
festination and a training program led by a rehabilitation 
specialist. These features hinder its feasibility for wider 
application. Further , 67 pe rcent of study subjects pre -
ferred auditory cueing ov er vi sual cueing  (lig ht flashes 
delivered through a light-emitting diode attached to a pair 
of glasse s). Auditory cues may be  le ss e ffective than 
visual cues [20].

The rehabilitation value of visual cueing, among 
other sensory feedback, was entered into the literature by 
Martin [9]. He suggested th at the  pla cement of visual 
cues perpendicular to the direction of gait sp aced one 
step length apart were most effective in improving gait in 
patients with PD. Many single -session studies have con-
firmed the benefit of visual cues (high-contrast transverse 
floor lines) [21–24]. However these open-loop feedback 
systems ma y not have long-term ef fects [25] unle ss a  
dedicated ph ysical tr aining pro gram is established , as 
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demonstrated in  a patient trained to wa lk on floor cues 
reaching 120 percent of the un cued stride length over a
1-month period  [26]. Closed-lo op feed back systems do  
not require training program monitoring and may lead to 
long-term motor skills lear ning and enhancement of 
adaptive ce rebral plastic ity, particularly w ith the use of 
visual informat ion on whic h the generation of motor 
plans is depend ent in patient s with PD [27]. While an 
earlier study fo und clo sed-loop systems to be  safer for 
patients [3], selected patients may benefit from open-loop 
systems as  well [5]. It is important to emphasize that 
adherence to a daily training program (minimum of
30 minutes of use twice per day) was critical to realizing 
the value of the closed-loop feedback system evaluated in 
this study , beca use immediate effects were not s ignifi-
cant. The training ef fort needed at the initial visit was 
minimal, and patients encount ered little dif ficulty in 
using this device at home without further guidance.

Limitations of this Study
We must point out several limitations in our study . 

First, the a bsence of a  control group was una voidable 
given the  device’s lack of a “neutra l mode” (e.g., white 
noise and nontiled visual feedback), whi ch could have 
served as an “active” placebo. Also due to safety reasons, 
we could not ethically justify a placebo arm in this at-
home, unsupervised gait  rehabilitation type of interven -
tion. As such, patients were unblinded to the intervention, 
and a potential order ef fect from the study conditions 
could have been present. The main outcome measures relied
on electronic-walkway rather than exa miner-generated data 
to compensate for thes e methodological limitations. The 
lack of within-visit improvement in our patients, possibly 
related to subjects’ cautious approach to the  study hard-
ware, a rgues against a  place bo resp onse alth ough do es 
not rule out physiological test-retest variability in the gait 
of patients with PD. Seco nd, although we requ ested and 
verbally confirmed complian ce with the  requested two 
30-minute training sessions per day, we did not individu-
ally monitor device use at home. This precluded assess-
ment of a dose -response effect and subjec ts’ pre ference 
for isolated visual or au ditory feedback. The de vice was 
not uniformly a ccepted, and in two of the subjects, gait 
actually worsened while they were using it. In a similar 
vein, our small study did not have enough power to identify
clinical variables a ssociated w ith improve ment versus 
deterioration. S imilarly, the stud y design  preclud ed ou r 
ability to ascertain the effect of single versus dual sensory 

cueing on gait, since subjects were instructed to use both 
visual and auditory cueing (though pe rsonal pre ference 
forced some to rely on only  one or none). These issues, 
along with the de crease in ga it performance with device 
use at ba seline that was  cont rary to what was found in 
other device-based in terventions, m ay c ause co ncern 
regarding safe us e of the de vice in a therapist-free inter-
vention, compromised compliance, a nd inc reased vari-
ability, rendering the interp retation of our results 
preliminary. The high variabili ty of ef fect, as well as its 
delayed occurrence, can v ery likely be att ributed to the 
learning process associated with tra ining with and using 
the device, which is hig hly variab le an d depen ds on 
patient’s age and cognitive and mental capabil ities. 
Finally, the off-state UPDRS scores were not matched at 
the two off-state assessments. The motor improvement at 
visit 2 was partly driven by a reduction in the axial 
scores, with which gait veloci ty has been found to corre-
late [28], and was n ot explained by changes in medica -
tions or differences a t the tim e of testing. This overall 
motor improvement may ha ve acted as  a confounder in 
the relationship between sens ory cues and gait improve-
ment. Prior studies have also shown nonpharmacological 
improvement i n overall mo tor pe rformance, suc h as  
home-based rehabilitation programs [29], and with other 
sensory stimulation, suc h as  music [30]. This is  also 
highlighted b y th e d iscrepancy often fo und du ring rou -
tine clinic as sessments where by pa tients perform better 
(e.g., less freezing) than what they report to experience in 
their homes, possibly because of the heightened attention 
and expectation during the in creased scrutiny of clinic  
visits. Inde ed, the testing se ssions at the of fice likely 
inflated our subjects’ “true”  off-state motor function and 
raised the functional baseline against which postinterven-
tion gait parameters were compared.

Future Research
Gait i mpairment is a major source of disability in 

patients with PD for which medical and sur gical strate-
gies offer relatively little. The noninvasive and effective 
sensory feedback device used here may prove to be a rea-
sonable t herapeutic option fo r some  of the se patients . 
Further studies should as certain the fea tures ass ociated 
with responsiveness and lack thereof, the additive effect 
of combined sensory cueing versus visual- and auditory-
only cueing, the length of the residual benefit after training
(to determine the appropriate interval that may suffice to 
sustain a favorable gait performance in be tween uses of  
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device), the effect of this intervention on the less com-
mon but more intr actable “o n”-state freezin g [31 ], and 
the benefit, if any , a mong postsubthalamic de ep brain 
stimulation patients with treatment- an d sti mulation-
refractory freezing of gait.

CONCLUSIONS

Devices using closed-loop sensory feedback, through 
an a t-home training progra m, see m ef fective a nd de sir-
able nonpharmacologic interventions to improve walking 
in patients with PD. T he device helped people with P D 
by improving gait and  decreasing  freezin g, wh ich are 
expected to  have an  impact o n functional mobility and 
quality of life. Further research is necessary to quantify 
duration of the residual benefit and applicability to other 
clinical situations in patients with PD.
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