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Abstract—We present a powered knee prosthesis with two
series-elastic actuators positioned in parallel in an agonist-
antagonist arrangement. To motivate the knee’s design, we
developed a prosthetic knee model that comprises a variable
damper and two series-elastic clutch units that span the knee
joint. Using human gait data to constrain the model’s joint to
move biologically, we varied model parameters using an opti-
mization scheme that minimized the sum over time of the
squared difference between the model’s joint torque and bio-
logical knee values. We then used these optimized values
to specify the mechanical and control design of the prosthesis
for level-ground walking. We hypothesized that a variable-
impedance control design could produce humanlike knee
mechanics during steady-state level-ground walking. As a pre-
liminary evaluation of this hypothesis, we compared the pros-
thetic knee mechanics of an amputee walking at a self-selected
gait speed with those of a weight- and height-matched nonam-
putee. We found qualitative agreement between prosthetic and
human knee mechanics. Because the knee’s motors never per-
form positive work on the knee joint throughout the level-
ground gait cycle, the knee’s electrical power requirement is
modest in walking (8 W), decreasing the size of the onboard
battery required to power the prosthesis.

Clinical Trial Registration: ClinicalTrials.gov; Active Knee
Prosthesis Study for Improvement of Locomotion for Above
Knee Amputees, NCT00771589; http://clinicaltrials.gov/
ct/show/NCT00771589.

Key words: agonist-antagonist actuation, biomimetic design,
finite state machine, gait evaluation, human walking, imped-
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INTRODUCTION

Modern transfemoral prostheses can be classified
into three major groups: passive, variable damping, and
powered. Passive prosthetic knees do not require a power
supply for their operation and are generally less adaptive
to environmental disturbances than variable-damping
prostheses. Variable-damping knees do require a power
source but only to modulate damping levels, whereas
powered prosthetic knees are capable of performing non-
conservative positive knee work.

Variable-damping knees offer several advantages over
mechanically passive designs, including enhanced knee sta-
bility and adaptation to different ambulatory speeds [1–6].
Examples of commercially available variable-damping
knees include the Blatchford Endolite Intelligent Prosthe-
sis, the Otto Bock C-Leg, and the Össur Rheo Knee.
Although variable-damping knees offer some advantages
over purely passive knee mechanisms, they are incapable of
producing positive mechanical power and therefore cannot
replicate the positive work phases of the human knee joint
for such activities as sit-to-stand maneuvers, level-ground
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walking, and stair/slope ascent ambulation. Not surpris-
ingly, transfemoral amputees experience clinical problems
when using variable-damping knee technology. For exam-
ple, amputees have asymmetric gait patterns, slower gait
speeds, and elevated metabolic energy requirements than
nonamputees [6].

Developing a commercially viable powered prosthesis
that is humanlike in its weight, size, and strength, while
still being energetically economical and noise free, is
indeed a challenging design problem. Current approaches
to the design of powered prostheses have focused mainly
on the use of single-motor transmission systems directly
coupled to the knee joint (http://www.ossur.com) [7–8].
Such direct-drive designs, however, require high electrical
power consumption to fully emulate the mechanical
behavior of the human knee joint, even during level-
ground ambulation. One reason for this lack of energetic
economy may be that such designs do not adequately
leverage the passive dynamics of the leg and the elastic
energy storage and return of tendonlike structures in a
manner comparable to highly economical walking
machine designs [9–11] or simpler mechanical knee
designs with extension-assist compliant elements [12].

As a resolution to these difficulties, in this article we
present the design and implementation of a knee prosthesis
that comprises two series-elastic actuators positioned in
parallel in an agonist-antagonist arrangement. To motivate
the knee’s design, we advanced a variable-impedance
prosthetic knee model, comprising two series-elastic
clutch mechanisms and a variable damper. Using human
gait data to constrain the model’s joint to move biologi-
cally, we varied model parameters with an optimization
scheme that minimized the sum over time of the squared
difference between the model’s knee joint torque and bio-
logical knee values. We then used these optimized values
to specify the mechanical and control design of the ago-
nist-antagonist prosthesis. We hypothesized that a vari-
able-impedance control design could produce humanlike
knee mechanics during steady-state level-ground walking.
As a preliminary evaluation of this hypothesis, we com-
pared the prosthetic knee torque output of a unilateral
transfemoral amputee walking at a self-selected gait speed
with that of a weight- and height-matched nonamputee.

METHODS

In this section, we first review human knee biome-
chanics in walking. Using these biomechanical descrip-

tions, we then define a variable-impedance prosthetic knee
model that we use to motivate the agonist-antagonist pros-
thetic design. Finally, we describe the methods employed
to assess the prosthesis’s capacity to emulate human knee
biomechanics.

Human Knee Biomechanics in Level-Ground Walking
Five distinct stages or gait phases have been used to

describe knee biomechanics in level-ground walking
(Figure 1). These gait phases are described as follows:
1. Beginning at heel strike (HS), the stance knee begins

to flex slightly (~15°). This stance flexion phase
allows for shock absorption upon impact. During this
phase, the knee can be modeled as a spring (linear
torque vs angle slope; Figure 1(b)), storing energy in
preparation for the stance extension phase.

2. After maximum stance flexion is reached, the knee
joint begins to extend (15% gait cycle) until maximum
stance extension is reached (42% gait cycle). This knee
extension period is called the stance extension phase.
During stance extension, the knee acts as a spring (lin-
ear torque vs angle slope; Figure 1(b)), having similar
stiffness*as during stance flexion.

3. During late stance or preswing (PW) (from 42% to 62%
gait cycle), the knee of the supporting leg begins its
rapid flexion period in preparation for the swing (SW)
phase. During PW, as the knee begins to flex in prepara-
tion for toe-off, the knee acts as a spring (linear torque
vs angle slope; Figure 1(b)), with a relatively lower
stiffness than during stance flexion and extension.

4. As the hip is flexed, the leg leaves the ground and the
knee continues to flex. At toe-off, the swing flexion
phase of gait begins. Throughout this period (from
62% to 73% gait cycle), knee power is generally nega-
tive as the knee’s torque impedes knee rotational
velocity (Figure 1(a)). Thus, during swing flexion, the
knee can be modeled as a variable damper.

5. After reaching a maximum flexion angle (~60°) during
SW, the knee begins to extend forward. During swing
extension (from 73% to 100% gait cycle), knee power
is generally negative for deceleration of the swinging
leg in preparation for the next stance period. Thus, as
with swing flexion, during swing extension the knee
can be modeled as a variable damper. After the knee

*Here stiffness is not actual joint stiffness by rather a quasi-static stiff-
ness defined as the slope of the torque versus angle curve.

http://www.Ossur.com
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has reached full extension, the foot is once again
placed on the ground and the next walking cycle
begins.

Quasi-Passive Prosthetic Knee Model and Optimization
Given the knee biomechanics described in the last

section, we anticipate that a variable-impedance knee

prosthesis, capable of varying both damping and stiffness,
can produce humanlike knee mechanics during steady-
state level-ground walking. As a preliminary evaluation
of this hypothesis and to motivate the prosthesis’s design,
we present a prosthetic knee model, shown in Figure 2,
that comprises two antagonistic series-elastic clutches
(to model the stance phase knee mechanics) and one

Figure 1.
Representative knee biomechanics in level-ground walking. (a) Knee angle, torque, and power curves of male study participant (mass = 81.9 kg)
are plotted against percent gait cycle during level-ground walking at self-selected speed (1.31 m/s). Plotted are mean (solid line) ± 1 standard
deviation (dashed lines) for n = 10 gait trials. (b) Knee torque is plotted versus knee angular position showing five phases of gait. Key gait events
separating five phases are heel strike (HS), maximum stance flexion (MSF), maximum stance extension (MSE), toe-off (TO), and maximum
swing flexion (MWF). Detailed description of how these gait data were collected and analyzed is presented in the “Methods—Intact-Limb
Walking: Data Collection and Analysis” section (p. 365).
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variable-damping element (to model the SW phase
mechanics). In the model, a series spring can be engaged
by activating its respective clutch or disengaged by open-
ing that clutch. As model constraints, each clutch can
only be engaged once during each gait cycle. Addition-
ally, once a clutch has been engaged, it only can be disen-
gaged when the series spring has released all its energy
and the force on the clutch is zero.

We varied series-elastic clutch model parameters, or
two spring constants (kE, kF) corresponding to the exten-
sion*and flexion spring stiffness, and the relative knee
extension and flexion angles (θ E and θF), at which the
extension and flexion springs become engaged during
stance (knee angle convention is defined in the “Knee
Control Design” section, p. 366).

The knee model was fitted to biomechanical data
using an optimization scheme that minimized the sum
over time of the squared difference between the model’s
knee joint torque and biological knee values. More spe-
cifically, the cost function used for the optimization was

where  are the angular torques applied about
the knee joint at the ith percentage of gait cycle from the
biological torque data and the knee model, respectively,
and  is the maximum biological torque at the
joint during the gait cycle. Equation (1) was minimized
with the constraint that the extensor spring always
engages at HS ( = 0). We applied this constraint to
limit knee buckling at HS as a safety measure for the
amputee. We determined the desired global minimum for
Equation (1) by first using a genetic algorithm to find
the region containing the global minimum followed by an
unconstrained gradient optimizer (fminunc in MAT-
LAB® [The MathWorks, Inc; Natick, Massachusetts]) to
determine the exact value of that global minimum. After
optimizing Equation (1) by varying the parameters of
the series-elastic clutch elements, we used the model’s
variable damper to achieve perfect agreement between
the prosthetic knee model and biological torque values in
regions where the series-elastic components were not
able to absorb sufficient negative mechanical power.

The biological knee torque values were obtained from
an inverse dynamics calculation using kinetic and kine-
matic data from 10 walking trials of a nondisabled 81.9 kg,
1.87 m tall subject walking at 1.31 m/s. A detailed descrip-
tion of how these kinetic and kinematic data were col-
lected and analyzed is presented in the next section:
“Intact-Limb Walking: Data Collection and Analysis.”

Figure 2.
Variable-impedance prosthetic knee model. Model, shown on right,
comprises two monoarticular series-elastic clutches and one variable-
damping element. (a) Optimized net torque output of knee model (red
line) is compared with torque profile of intact human knee joint (mean
[solid blue line] ± 1 standard deviation [dashed blue lines]; n = 10 gait
trials). Biological data, adopted from Figure 1, are from study
participant (mass = 81.9 kg) with intact limbs walking at self-selected
speed (1.31 m/s). Detailed description of how these gait data were
collected and analyzed is presented in the “Methods—Intact-Limb
Walking: Data Collection and Analysis” section (p. 365). (b) Torque
contributions from extension (red line) and flexion (blue line) springs
of series-elastic clutch elements, as well as variable damper (green
line). Optimizer gave extension spring stiffness equal to kE =
160 N·m/rad, flexion spring stiffness equal to kF = 137 N·m/rad, and
knee engagement angle for flexion spring equal to 0.27 rad (15.46°).
Extension spring was constrained to engage at instant of heel strike to
ensure safety of amputee user.

*By convention, the extensor spring tends to extend the knee joint when
engaged, whereas the flexor spring tends to cause the knee to flex.
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Figure 2 shows the model optimization results plot-
ted against the biological torque data from Figure 1. The
model’s torque output agrees well with experimental val-
ues. As constrained by the optimization procedure, the
extension spring engages at HS, storing energy during
early stance (ES) knee flexion. As the knee begins to
extend, the flexion spring is engaged, storing energy as
the extension spring releases its energy. During the SW
phase, the model’s variable damper exactly matches the
biological torque values in regions of negative power. At
mid- and terminal-SW phase, the power is positive in the
biological data, and thus, the damper outputs zero torque
in these gait regions.

Intact-Limb Walking: Data Collection and Analysis
Intact-limb kinetic and kinematic walking data were

collected at the Gait Laboratory of Spaulding Rehabilita-
tion Hospital, Harvard Medical School, in a study
approved by the Spaulding Committee on the Use of
Humans as Experimental Participants. One nondisabled,
adult male volunteered for the study. The participant was
asked to walk at a self-selected speed across a 10 m walk-
way in the Motion Analysis Laboratory for 10 consecu-
tive trials. He was timed between two fixed points to
ensure that the same walking speed was used between
experimental trials. Walking speeds within a ±5 percent
interval from the self-selected speed were accepted. The
data collection procedures were based on standard tech-
niques [13–17]. An infrared camera system (eight cam-
eras, VICON 512 motion analysis system; Oxford
Metrics, Oxford, United Kingdom) was used to measure
the three-dimensional locations of reflective markers at
120 frames/s. A total of 33 markers was placed on various
parts of a participant’s body using the standard Plug-in
Gait model: 16 lower-body markers, 5 trunk markers, 8
upper-limb markers, and 4 head markers. The markers
were attached to the following bony landmarks: bilateral
anterior superior iliac spines, posterior superior iliac
spines, lateral femoral condyles, lateral malleoli, forefeet,
and heels. Additional markers were rigidly attached to
wands over the midfemur and midshaft of the tibia. The
kinematics of the upper body were also collected with
markers placed on the following locations: sternum; clavi-
cle; seventh cervical vertebra; tenth thoracic vertebra;
head; and bilaterally on the shoulder, elbow, and wrist.
The VICON 512 system was able to detect marker posi-
tion with a precision of ~1 mm.

During walking trials, ground reaction forces were
measured synchronously with the kinematic data at a
sampling rate of 1,080 Hz with two staggered force plat-
forms (Advanced Mechanical Technology Inc; Water-
town, Massachusetts) embedded in the walkway. The
platforms measured ground reaction force and center of
pressure location at a precision of ~0.1 N and ~2 mm,
respectively. Prior to modeling and analysis, we used a
fourth-order digital Butterworth filter at a cutoff fre-
quency of 8 Hz to low-pass filter all marker position data.
Filter frequency was based on the maximum frequency
obtained from a residual analysis of all marker position
data and processed as one whole gait cycle with 100 dis-
crete data points from the HS to the next HS of the same
leg. Joint torques and powers were then calculated using
a standard inverse dynamics model (Vicon Bodybuilder,
Oxford Metrics).

Knee Design

Electromechanics
Motivated by the prosthetic knee model described

previously, we built an agonist-antagonist active knee
prosthesis comprising two unidirectional, series-elastic
actuators (Figure 3) [18–19]. Each unidirectional actu-
ator of the knee prosthesis consists of a motor and a
series spring connected via a transmission. The extension
and flexion motors can be used independently to control
the knee angle at which each series spring is engaged. As
shown in Figure 3, the knee joint is rigidly coupled by a
set of cables connected to a linear carriage that is free to
move along the length of the device. This carriage can be
engaged on either side by the extension and flexion
springs, both of which are positioned by a ball screw
driven by an electric motor. Both unidirectional series-
elastic actuators feature transmissions comprised of a 2:1
belt drive coupled to a ball screw (10 × 3 mm, Nook
Industries, Inc; Cleveland, Ohio). All actuation mecha-
nisms are fully supported by an aluminum structure that
resembles the lower-limb anatomical envelope. Each
series-elastic actuator uses a brushed DC motor (Maxon
RE40 and Maxon RE30 [Maxon Motor; Berkshire,
United Kingdom], extension and flexion motors, respec-
tively) capable of providing sufficient power for both
level-ground walking and more energetically expensive
tasks such as stair ascent.

A knee prosthesis should not exceed the size and
weight of the missing limb and should exhibit similar
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dynamics to those of a biological knee joint [20–21].
Table 1 lists the design parameters for the active knee
based on these functional requirements.

Sensors and Electronics
Feedback to the controller was provided by onboard

intrinsic sensors (Table 2). In particular, locations and
compressions for each series spring were monitored, as
was the knee angular position. All electronics were imple-
mented on a single board positioned along the lateral side
of the knee. Motors were driven by H-bridge controllers
with speed governed by 20 kHz pulse-width modulation
and powered by a 6-cell Lithium polymer battery (22.2 V
nominal). Analog sensors were read through a 10-bit
analog-to-digital converter. The system was controlled by
an AVR microcontroller and could be monitored by either

USB or Bluetooth. Because all processing was done
onboard and power was supplied by a relatively small bat-
tery (mass = 0.15 kg), the prototype was completely self-
contained and did not require tethering.

Knee Control Design
A finite-state controller for level-ground walking was

implemented to replicate the intact knee behavior shown
in Figure 1. The three states of the controller were ES,
PW, and SW. A quasi-passive equilibrium point control
was implemented for ES and PW states, while variable-
damping control was employed during the SW state.
Transitions between states were determined primarily by
three measurements: heel-ground contact, toe-ground
contact, and knee angle. The finite-state control diagram

Figure 3.
Prosthesis design. (a) Simplified mechanical schematic of agonist-antagonist knee is shown. (b)–(c) Mechanical design and image of knee prosthesis,
respectively. Flexion and extension spring rates for knee prosthesis were taken from knee model optimization results shown in Figure 2.

Table 1.
Knee size, angular range, and maximum torque values.

Variable Value
Height 33 cm
Medio-Lateral Width 7 cm
Anterior-Posterior Width 7 cm
Total Weight 3 kg
Flexion Angle Range 0°–120°
Maximum Output Torque 130 N·m

Table 2.
Sensors used by prosthetic knee controller.

Measurement Sensor

Ankle Angle Digital encoder (linear)

Motor Displacements Digital encoders (rotary)

Springs’ Compression Hall effect (ratiometric linear)

Heel/Toe Contact Force sensitive resistor insole
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indicating transitions is shown in Figure 4. For state tran-
sition and identification, the system relied on the follow-
ing variables:
  • Heel contact (H). H = 1 indicates that the heel is in

contact with the ground, and H = 0 indicates the off-
ground status.

  • Toe contact (T). T = 1 indicates that the toe is in con-
tact with the ground, and T = 0 indicates the off-
ground status.

  • Knee angle (θ ) is the relative angle of the knee joint.
All knee angles are flexion angles. Angles  and
define the angles at which the extension and flexion
springs become engaged during stance, respectively.
Further,  is the angle of the knee during swing flex-
ion, and is the angle of the knee during swing
extension.
Descriptions for each state are as follows:

1. ES begins at HS. When the heel contacts the ground
(H = 1), the extension motor shaft is locked using a
high proportional-derivative gain control with a

desired shaft velocity equal to zero. The extension
spring is then engaged with a spring equilibrium angle
equal to the knee’s position at HS . The extension
spring then stores energy during ES knee flexion in
preparation for knee extension. During knee flexion,
the equilibrium point of the flexion spring  is ser-
voed via position control to closely track the linear car-
riage linked to the knee output joint. When the knee is
maximally flexed in ES, the knee begins to extend and
the flexion motor shaft is locked. The flexion spring
then becomes engaged with a spring equilibrium angle
equal to the knee’s position at maximum knee flex-
ion . Initially, energy is released from the extension
spring and subsequently stored in the flexion spring.

2. PW begins as the heel leaves the ground (H = 0) and
the knee angle becomes small (  < 3°). In this state,
the equilibrium point of the extension spring  is
position-controlled under zero load, tracking closely
the linear carriage as the knee flexes in preparation for
the SW phase. The flexion spring keeps holding its
current equilibrium position (motor shaft locked).
Thus, as the knee flexes throughout PW, the energy
stored in the flexion spring is released.

3. SW begins at toe-off (T = 0). The extension spring equi-
librium angle  continues to track the knee angle
under zero load. As the knee flexes beyond 20° ( >
20°) the flexion spring equilibrium angle  is servoed
under zero load to a position corresponding to  = 15°.
When the knee flexes past 60° ( > 60°), the extension
spring is engaged. A low-gain damping control on the
extension motor shaft causes the extension motor and
transmission to back-drive, acting as a variable damper
to reduce hyperflexion of the knee. Once the knee
begins to extend and has an angle of less than 60° ( <
60°), the extension spring equilibrium angle  once
again tracks the linear carriage under zero load to fol-
low the knee throughout its extension. As the knee con-
tinues to extend past 15° in late swing, the flexion
spring is engaged. Here again, a low-gain damping con-
trol on the flexion motor shaft causes the flexion motor
and transmission to back-drive, acting as a variable
damper to smoothly decelerate the swing leg until the
flexion spring reaches an equilibrium angle  of 3°.
When the knee extends in swing beyond 5° ( < 5°),
the extension spring equilibrium angle  is servoed to
3° in preparation for engagement and energy storage at
HS of the subsequent gait cycle.

θE θF

θ+
θ_

Figure 4.
Knee finite-state controller for level-ground walking. Three states are
shown with control actions and transitional conditions. States are early
stance (ES), preswing (PW), and swing (SW). H = heel contact, T =
toe contact.
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Amputee Walking: Data Collection and Analysis
We conducted a preliminary clinical study of the

active knee prosthesis to evaluate the mechanical perfor-
mance of the prosthesis using the finite-state machine
controller. For this initial pilot investigation, we tested
the device on a male unilateral amputee (mass = 97 kg,
height = 1.86 m) who wore the powered knee prosthesis
on his right leg attached to a conventional passive-elastic
ankle-foot prosthesis (Flex-Foot LP-VariFlex® from
Össur [Reykjavik, Iceland]).

Sensor readings and internal state were recorded
from the device as the participant walked at self-selected
speeds along a 10 m level-ground walkway. Parallel bars
were available to the amputee for safety. A total of
10 walking trials was collected. Walking experiments
were conducted in the Biomechatronics Research
Group within the Massachusetts Institute of Technology
(MIT) Media Laboratory and were approved by MIT’s
Committee on the Use of Humans as Experimental Sub-
jects. The participant volunteered for the study and was
permitted to withdraw from the study at any time and for
any reason. Before taking part in the study, the participant
read and signed a statement acknowledging informed
consent.

RESULTS

In this section, we present the results obtained from
the preliminary gait evaluation of the powered prosthesis
during level-ground walking at a self-selected speed
(0.81 m/s). The amputee participant and the prosthetist
were satisfied with the performance of the prosthesis. In
general, the participant took less than 20 minutes to adapt
to and feel comfortable with the powered prosthesis.

The level-ground finite-state machine performed
robustly throughout the experimental session. Figure 5
shows data for three consecutive level-ground walking
cycles. The control states for level-ground walking are
defined as follows: ES = State 1, PW = State 2, and SW =
State 3. The system went through the state sequence 1-2-3
(ES-PW-SW) for each walking cycle.

In Figure 6, prosthetic knee angle (Figure 6(a)),
torque (Figure 6(b)), and power (Figure 6(c)) are plotted
versus percent gait cycle. These prosthetic knee values
show qualitative agreement with the intact knee mechan-
ics shown in Figure 1(a) from a weight- and height-
matched nonamputee. Similar to the knee kinematics of

an intact knee, as shown in Figure 6(a), the prosthetic
knee exhibits ES knee flexion (peak flexion angle of
~14.5°) followed by knee extension. At terminal stance,
the prosthetic knee undergoes rapid knee flexion in prepa-
ration for the SW phase. During the SW phase, the knee
extends to a peak flexion angle of ~61° before extending
forward prior to HS. As shown in Figure 6(b) and (c),
prosthetic knee torque and power are negative during ES
knee flexion. For the intact knee data shown in Figure 1(a),
knee torque and power are initially positive following HS
but quickly become negative as the knee continues to flex.
The prosthetic knee exhibited similar behavior at the begin-
ning of ES as shown in Figure 6(b). This shift occurred
because the amputee initially extended the knee right at
HS, engaging the flexion spring, but quickly continued to
flex the knee, engaging the extension spring. Compress-
ing the extension spring immediately after HS helped pro-
tect the knee from excessive buckling so as to better
ensure the amputee’s safety. For both the intact and pros-
thetic knee, knee extension torque during stance is ini-
tially negative and then becomes positive and knee power
is initially positive and then becomes negative. Further,
during PW, torque and power are initially positive and
then become negative in preparation for the SW phase.
During SW, for both intact and prosthetic knees, power is
generally negative to limit peak knee flexion (negative

Figure 5.
Knee finite-state control transitions during amputee level-ground
walking. Controller transitioned robustly from states 1-2-3 across
3 consecutive walking cycles. States are early stance (ES = State 1),
preswing (PW = State 2), and swing (SW = State 3).
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torque) and then to smoothly decelerate the swinging leg
during swing extension (positive torque).

The torque contributions from each unidirectional
series-elastic actuator versus percent gait cycle are plot-

ted in Figure 6(d). We observe the flexion spring is
briefly engaged right after HS because of the amputee’s
short knee extension. At the instant stance knee flexion
occurs, the extension spring is engaged, similar to the

Figure 6.
Prosthetic knee mechanics. (a) Prosthetic knee angle, (b) net torque, and (c) power are plotted versus percent gait cycle (mean [solid blue line] ±
1 standard deviation [dashed blue lines]; n = 10 gait trials) for level-ground walking (amputee participant mass = 97 kg; walking speed = 0.81 m/s).
(d) Torque contributions from extension (red line) and flexion (blue line) springs of series-elastic actuators are plotted. (e) Knee torque is plotted
versus knee angular position, showing two characteristic stiffnesses during stance. HS = heel strike, MSE = maximum stance extension, MSF =
maximum stance flexion, MWF = maximum swing flexion, TO = toe-off.
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prosthetic knee model. During stance flexion, the flexion
spring loses its energy quickly as it closely tracks the lin-
ear carriage linked to the knee output joint. Subsequently,
the flexion spring is engaged again at peak knee flexion
during ES and stores energy during stance extension and
PW. In SW, the extension motor at peak knee flexion and
the flexion motor at terminal stance are actively back-
driven to limit peak knee flexion and to smoothly decel-
erate the swinging leg at terminal stance, respectively.

In Figure 6(e), prosthetic knee torque is plotted ver-
sus knee angular position. Like the intact human knee
(Figure 1(b)), the prosthesis has two characteristic stiff-
nesses during stance. During ES flexion and extension
phases, knee stiffness is relatively greater than during PW.

DISCUSSION

In this investigation, we sought to advance a viable
powered knee prosthesis that is humanlike in its weight,
size, and dynamics while still being energetically eco-
nomical for level-ground walking. Current approaches to
the design of powered prostheses have focused mainly on
the use of single-motor transmission systems directly
coupled to the knee joint (http://www.ossur.com) [7–8].
Such direct-drive designs, however, require a high elec-
trical power consumption (>25 W) to fully emulate the
mechanical behavior of the human knee joint even during
level-ground ambulation. Possible causes for such high
electrical power requirements are that such designs do
not adequately leverage the passive dynamics of the leg
[9–10] and elastic energy storage and return of tendon-
like structures [11], both of which are key strategies that
result in the relatively high metabolic walking economy
of humans.

In this article, we presented the design and imple-
mentation of a knee prosthesis that comprises two unidi-
rectional series-elastic actuators positioned in parallel in
an agonist-antagonist arrangement. Because of its archi-
tecture, the knee can be controlled to behave as agonist-
antagonist series-elastic clutch elements during the
stance phase and as a variable-damper during the SW
phase (see knee model in Figure 2), resulting in an ener-
getically economical knee prosthesis for level-ground
walking. Using such a variable-impedance knee control,
we demonstrated qualitative agreement between pros-
thetic and intact knee mechanics during level-ground
ambulation (Figures 1 and 6).

It is important to note that since the knee design is
fully motorized with series-elastic force sensing, knee
joint torque can be directly controlled for more energeti-
cally expensive tasks, such as stair and ramp ascent, as
well as standing from a seated posture. Hence, the knee
architecture is designed to accommodate nonconserva-
tive high mechanical-power movements while still pro-
viding for a highly economical level-ground walking
mode, as demonstrated in this study.

Because of the variable-impedance prosthetic control
during level-ground walking, the electrical power require-
ments* were low (8 W electrical) during steady-state walk-
ing trials at a speed of 0.81 m/s. Using step-count
monitoring systems, researchers have determined that active
unilateral amputees walk 3,060 ± 1,890 steps per day [22].
Assuming the case of an amputee walking for 5,000 steps at
a moderate walking speed, how large would the onboard
battery have to be? Using a lithium-polymer battery (energy
density 165 W-h/kg [e.g., http://www.thunderpow-
errc.com]), a 0.13 kg battery would enable 5,000 steps of
powered walking (8 W × 1.95 s/cycle × 5000 cycles =
78 kJ). This battery mass is more than fivefold smaller than
the required battery for Össur’s Power Knee that is now
being sold commercially.

Prosthetic Knee Design for Variable-Speed Walking
The active prosthetic knee proposed here is intended

for amputees who have the ability to ambulate at a Medi-
care Functional Classification K3 level (i.e., having the
ability or potential for ambulation with variable cadence).
Does the variable-impedance model shown in Figure 2
allow for adaptation to variable gait from slow to fast
walking speeds? To evaluate this question, we fitted the
variable-impedance knee model to biomechanical data
from an intact subject walking at 1.0 m/s, 1.3 m/s, and
1.6 m/s using the optimization scheme described in the
“Quasi-Passive Prosthetic Knee Model and Optimization”
section (p. 363). The optimization results provided linear
stiffness values (at each walking speed) for both series-
elastic components, including their engagement angles
during the walking cycle. For each spring and walking
speed, we first selected the maximum force-displacement

*To estimate motor electrical power requirements (power = current ×
voltage), we used onboard motor current sensing to directly measure
the current of each motor, and to estimate motor voltages, we used
motor speeds, motor speed constants, and motor resistances.

http://www.ossur.com
http://www.thunderpowerrc.com
http://www.thunderpowerrc.com
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data pairs. By plotting all data pairs in the same force ver-
sus displacement space, we were able to estimate the opti-
mal nonlinear spring functions for the flexion and
extension springs. Figure 7(b) shows the results of the
nonlinear fit for both series-elastic elements. In particular,
we implemented a second-order polynomial fit for the
extension spring and a piecewise polynomial fit for the
flexion spring. Both fits were implemented using the
MATLAB® curve-fitting toolbox. Using these nonlinear
spring functions, we then compared the prosthetic knee
model output torque with the biological knee torque data.
Figure 7(c) through 7(e) shows this comparison for the
three different walking speeds using the model shown in
Figure 7(a).

From Figure 7(b), we observe that the model’s series-
elastic elements describe a nonlinear stiffness behavior.
These results suggest that in order to have a prosthetic knee
that can adapt to amputee speed variations and still main-
tain an optimal level of energetic economy, both series
springs have to be nonlinear and adjusted to the amputee’s
weight. The extension series-elastic component has to be
replaced by a nonlinear hardening spring and the flexion
component by a softening spring. Currently, the prosthetic
knee employed in this study takes advantage of the imple-
mented variable-impedance controller for minimum energy
consumption but only for moderate walking speeds. In
future hardware implementations, nonlinear springs will be
employed for the knee’s series-elastic elements so as to

Figure 7.
Variable-impedance prosthetic knee model for variable-speed walking. (a) Model comprises two monoarticular series-elastic clutches and
variable-damping element. (b) Optimized nonlinear polynomial fits are shown for force versus displacement behavior of model’s extension spring
(in red) and flexion spring (in blue). (c)–(e) Net torque output of optimized knee model (red line) is compared with torque profile of intact human
knee joint (mean [solid blue lines] ± 1 standard deviation [dashed blue lines]; n = 10 gait trials). Goodness of fit for model is provided by
coefficient of determination R2 at each walking speed. Biological data are from study participant (mass = 66.2 kg) with intact limbs walking at
three different speeds: (c) 1.0 m/s, (d) 1.3 m/s, and (e) 1.6 m/s. Walking speeds within ±5% for each selected speed were accepted. Intact gait data
were collected at the Massachusetts Institute of Technology (MIT) gait and motion capture laboratory and analyzed using the same methodology
as described in the section “Intact-Limb Walking: Data Collection and Analysis” (p. 365). Study was approved by MIT’s Committee on the Use of
Humans as Experimental Subjects.
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achieve both speed adaptiveness and optimal energetic
economy.

Clinical Relevance
In this investigation, we observed biomechanical

improvements in the participant’s gait with the active knee
prosthesis. In addition to an evident ES knee flexion, we
observed two positive power output bursts at midstance and
late stance that are qualitatively comparable to intact knee
behavior (Figure 6). In addition to the novel mechanical
architecture, the variable-impedance control implemented
in the knee allows for adaptation to the different phases of
gait and walking speed, while maintaining a minimal elec-
trical energy cost. We anticipate that this active knee will
offer an improved metabolic economy of gait compared
with variable-damping and mechanically passive prosthe-
ses in addition to a decrease in positive work generation at
the hip during terminal stance and PW. In future clinical
work, we plan to conduct a comprehensive gait study
involving more amputee participants and including the
measurement of metabolic, electromyographic, kinematic,
and kinetic gait data. Such an investigation will provide a
quantitative understanding of the effects of biomimetic
knee prostheses on amputee locomotion.

CONCLUSIONS

A computationally and energetically autonomous knee
prosthesis with unidirectional agonist-antagonist series-
elastic actuators was presented. The knee employs series-
elastic components optimized to minimize the electrical
energy cost of level-ground walking. Using a variable-
impedance control design, we demonstrated qualitative
agreement between prosthesis and intact knee mechanics.
The knee’s motors did not perform positive work on the
knee joint during level-ground walking trials, resulting in a
modest electrical power requirement (8 W).

Future work with this prosthetic design will include
the incorporation of a muscle-skeletal reflex controller to
improve system adaptiveness to terrain variations. This
controller will allow for better antistumble stance control
and improved custom adaptation to individual gait. We
hope that this work will motivate additional studies
focused on the advancement of multifunctional lower-
limb prostheses.
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