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Abstract—The myoelectric controller (MEC) remains a tech-
nological bottleneck in the development of multifunctional 
prosthetic hands. Current MECs require physiologically inap-
propriate commands to indicate intent and lack effectiveness in 
a clinical setting. Postural control schemes use surface electro-
myography signals to drive a cursor in a continuous two-
dimensional domain that is then transformed into a hand posture. 
Here, we present a novel algorithm for a postural controller and 
test the efficacy of the system during two experiments with 11 
total subjects. In the first experiment, we found that perfor-
mance increased when a velocity cursor-control technique ver-
sus a position cursor-control technique was used. Also, 
performance did not change when using 3, 4, or 12 surface 
electrodes. In the second experiment, subjects commanded a 
six degree-of-freedom virtual hand into seven functional pos-
tures without training, with completion rates of 82 +/– 4%, 
movement times of 3.5 +/– 0.2 s, and path efficiencies of 45 +/
– 3%. Subjects retained the ability to use the postural controller 
at a high level across days after a single 1 h training session. 
Our results substantiate the novel algorithm for a postural con-
troller as a robust and advantageous design for a MEC of mul-
tifunction prosthetic hands.

Key words: biomechatronics, electromyography, EMG, hand, 
limb prosthesis, multifunctional prosthetic hand, myoelectric 
control, postural control, transradial prosthesis, upper-limb 
prosthesis.

INTRODUCTION

The human hand is a complex and robust system 
capable of powerful grasps and fine manipulation. The 
musculoskeletal system in the hand consists of at least 18 
joint articulations controlled by over 30 muscles [1]. 
Replacement of this system demands solutions to inten-
sive engineering challenges, including the development 
of high bandwidth neural interfaces, intelligent control 
systems, and robust electromechanical systems to recre-
ate what was lost.

Abbreviations: CR = completion rate, D1–3 = Days 1–3, DoA =
degree-of-actuation, DoF = degree-of-freedom, EMG = elec-
tromyography, IMES = implantable myoelectric sensors, JAT =
joint angle transform, MEC = myoelectric control system, MT =
movement time, nTar = no target, PC = postural control, PCA = 
principal component analysis, PE = path efficiency, PP = 
palmer prehension, Pt = pretest, RMS = root mean square, S1–
4 = subjects 1–4, T = test, Tar = target, Tp = target posture, 
TMR = targeted muscle reinnervation, VH = virtual hand, VSA =
vector summation algorithm.
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Multifunctional myoelectric prosthetic hands* have 
been developed for several decades and recently have 
become commercially available [2]. These devices con-
tain many degrees-of-actuation (DoAs) (i.e., number 
actuators) and can produce multiple grasping postures 
using myoelectric control systems (MECs). MECs 
attempt to decipher user intent in real time and provide an 
intuitive control interface (i.e., the lost function is recre-
ated using physiologically appropriate neural commands) 
by measuring electromyography (EMG) signals. How-
ever, the MECs currently used restrict these multifunc-
tional devices to a single function (i.e., open/close). This 
is due to the challenge of deciphering user intent from 
surface EMG. The further development of effective 
MECs will substantially progress the field of upper-limb 
prosthetic control.

The first MECs implemented a direct control scheme 
[3–5]. Direct control schemes map a single EMG control 
signal (i.e., control site) to a single control variable, such 
as joint position or motor speed. Direct control schemes 
require little cognitive effort from the user (if physiologi-
cally appropriate control sites are used), can occur with 
minimal computational delay, and require a minimal 
number of EMG control sites [6]. Many commercial 
devices on the market today successfully implement 
direct control schemes, such as the Motion Control Elec-
tric Terminal Device (Motion Control, Inc; Salt Lake 
City, Utah), Hosmer Terminal Device (Hosmer, Inc; 
Campbell, California), and Ottobock System Electric 
Hand (Ottobock Healthcare, Inc; Austin, Texas). How-
ever, these devices have a single DoA; they are “open-
close” prostheses because of the MEC and mechanical 
design. Users indicate that multiple grasps and increased 
articulation are highly desirable design considerations 
[7–8], but these functions are not possible when using 
single DoA prostheses with a direct MEC.

In order to take advantage of the intuitive nature of 
direct MEC schemes, several techniques have been 
developed to increase the number of physiologically 
appropriate control signals available to the MEC, includ-
ing targeted muscle reinnervation (TMR) [9] and 
implantable myoelectric sensors (IMES) [10]. TMR has 
shown great success for high-level upper-limb amputees 
[9]. Studies have successfully simulated IMES in human 

subjects using fine-wire intramuscular electrodes [11], 
and the technique has recently been implemented in 
humans for the first time [12].

More recent MEC techniques for multifunctional 
prosthetic hands include pattern recognition systems, 
state machines, and postural control (PC) schemes. Pat-
tern recognition is a widely researched topic for the con-
trol of multifunctional prosthetic limbs [13–15]. It is 
based on measuring patterns of surface EMG signals and 
assigning each pattern to a desired posture or motion. 
Pattern recognition provides an intuitive method for con-
trolling a prosthesis with multiple degrees-of-freedom 
(DoFs) (i.e., number of input signals) but lacks clinical 
robustness [16–18].

State machines, also referred to as event-driven 
finite-state schemes or binary control schemes, consist of 
many predefined states each with a unique function (i.e., 
posture or motion) that can be selected sequentially using 
a trigger command [19–22]. The trigger command is a 
physiologically inappropriate method to indicate intent; 
however, state machines are proven to be a clinically 
robust interface [23]. In fact, several commercially avail-
able prosthetic hands utilize simple state machines 
today.†

PC is a technique that uses surface EMG signals to 
drive a cursor in a continuous two-dimensional domain, 
which is then transformed into a hand posture. In prac-
tice, the user is blind to the cursor in the two-dimensional 
domain and simply modulates EMG activity to morph the 
hand posture into various functional grasps. PC could be 
considered a type of direct control except that it includes 
a dimensionality augmentation step caused by a linear 
transform. The linear transform (hereafter referred to as a 
joint angle transform [JAT]) is composed of two postural 
vectors. The postural vectors define a two-dimensional 
domain, namely the PC domain, which contains various 
functional grasps. Several studies in both the robotic and 
prosthetic control literature used principal component 
analysis (PCA) to derive the postural vectors [24–26]. 
These studies were based on work by Santello et al. that 
found that 80 percent of the variance in grasping every-
day objects can be explained using the first two principal 
components [27]. In other words, the linear combination 

*Other literature refers to these devices as multigrasp, multiple 
degree-of-freedom, and/or advanced prosthetic hands.

†iLIMB. Touch Bionics; Mansfield (MA). http://www.touchbionics.com/
products/active-prostheses/i-limb-ultra and bebionic v3. Steeper 
USA; San Antonio (TX). http://bebionic.com/the_hand

http://www.touchbionics.com/products/active-prostheses/i-limb-ultra
http://www.touchbionics.com/products/active-prostheses/i-limb-ultra
http://bebionic.com/the_hand
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of two postural vectors could accurately reproduce the 
hand postures needed for grasping everyday objects.

Other studies project EMG signals to a two-dimensional
domain similar to the PC domain. De Rugy et al. used fore-
arm EMG signals for a two-dimensional target-acquisition
task in order to study muscle coordination under various 
biomechanical conditions [28]. Pistohl et al. controlled 
individual digits of a virtual hand (VH) and prosthetic 
hand using intrinsic hand EMG by maneuvering a cursor 
in a two-dimensional domain, allowing for simultaneous 
and proportional control of multiple DoFs [29]. Rad-
hakrishnan et al. studied users’ ability to learn novel 
myoelectric control interfaces using a two-dimensional 
center-out target-acquisition task [30]. However, none of 
these studies focused on the clinical implementation—
producing functional postures and using clinically avail-
able surface EMG control sites—as we did here using the 
novel PC algorithm.

Previously, we found that a specific mapping of the 
EMG signals in the PC domain augmented the ability of 
subjects to drive a VH into functional postures when 
using the principal components derived by Santello et al. 
[31]. This work builds upon that finding by developing a 
novel algorithm for a postural controller that is not 
dependent on PCA to derive the postural vectors. 
Namely, the postural vectors that compose the JAT are 
defined dynamically as the user navigates the PC domain 
and are dependent on the two nearest postures within the 
PC domain map (a spatially and temporally dependent 
algorithm). 

POSTURAL CONTROL ALGORITHM

The novel algorithm of the postural controller is 
detailed in Figure 1. In general, the controller transforms 
an array of EMG signals into a joint angle array (i.e., a 
hand posture) using a temporally and spatially dependent 
linear transform. In practice, the user modulates EMG 
activity (such as using the wrist as a joystick) to morph 
the hand posture of the prosthesis without the need for 
trigger signals to change state. Many parameters within 
this algorithm can be adjusted in order to build the most 
effective and intuitive interface and are discussed in more 
detail below. The experiments discussed here compared 
several design parameters and quantified the clinical effi-
cacy of the controller.

Electromyography Acquisition
An untargeted surface electrode array on the domi-

nant forearm (Figure 2(a)) acquires myoelectric signals. 
The array spans the circumference of the proximal third 
of the forearm with N electrodes (depending on the 
experiment) in the longitudinal direction. The humeral 
epicondyles locate the y-axis and therefore orientate the 
array with respect to the arm. The untargeted array desig-
nates that specific muscles are not targeted by each elec-
trode. Standard clinical techniques process raw EMG 
signals into an array of root mean square (RMS) averages 
over 100 ms nonoverlapping time windows. The EMG 
acquisition results in a “snapshot” of EMG activity 

Figure 1.
Novel algorithm for postural controller. Untargeted surface electrode array acquires electromyography (EMG) signals. Filtered root 

mean square (RMS) average EMG values are passed to vector summation algorithm (VSA), which produces resultant vector ( ). 

Resultant vector is used to calculate postural control (PC) cursor coordinate (PCx, PCy) using various cursor-control schemes and 

potential field designs. Finally, joint angle transform (JAT) transforms PC cursor coordinate to joint angle array, which is sent to pros-

thetic hand.
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Figure 2.
Components of postural controller. (a) Untargeted electrode array (1–12) is arranged about cross section of forearm. R= radius 

bone, U = ulnar bone. (b) Vector summation map depicts root mean square (RMS) electromyography activity as measured by elec-

trode array. Vector summation algorithm calculates resultant vector ( ). θ = joint angle array. (c) Example potential field design 

where red/green areas distinguish areas of zero/negative potential, respectively. This potential field design was used in Experiment 

B. (d) Exemplary postural map with seven postures arranged in symmetric distribution about postural control domain (hand flat pos-

ture not shown at origin). This postural map design was used in Experiment B. CP = cylindrical prehension, HK = hook, LP = lateral 

prehension, PP = palmar prehension, PT = pointer, TP = tip prehension.
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within the forearm, which the vector summation algo-
rithm (VSA) deciphers further.

Vector Summation Algorithm
The VSA interprets the snapshot of EMG activity 

using a uniformly spaced vector summation map (Figure 
2(b)). Electrodes on the dorsal/ventral side of the limb 
(wrist extension/flexion) correspond to the y-axis of the 
PC domain, and electrodes on the medial/lateral side of 
the limb (ulnar/radial deviation) correspond to the x-axis 
of the PC domain (for a right-sided limb). The RMS 
EMG value determines the magnitude of each corre-
sponding vector (Figure 2(b)). The summation of all 
vectors produces a resultant vector ( ). Equation 1
describes the calculation of : 

where RMSi are the RMS values of the EMGi signal, θi is 
the control site angle with respect to the x-axis, N is the 
number of control sites, and t is time. The direction of the 
resultant vector indicates the area in the forearm with the 
most EMG activity, and the magnitude indicates the rela-
tive amount of EMG activity. In short, the VSA reduces 
the RMS EMG array into a single resultant vector ( ) that
subsequently drives the PC cursor coordinate (PCx, PCy).

Cursor-Control Schemes and Potential Field
The resultant vector produced by the VSA ( ) controls 

the PC cursor coordinate (PCx, PCy) using a position or 
velocity cursor-control scheme (compared in Experiment 
A). These methods were compared since they affect the 
way the prosthesis functions for the user. A position con-
trol scheme equates EMG activity with joint angles, 
whereas a velocity control scheme equates EMG activity 
with motor speed and direction. For a user, a short muscle 
contraction would cause the hand to move to a position 
and then return to hand flat posture when using a position 
control scheme; in contrast, the same muscle contraction 
would cause the hand to move at a certain speed and then 
stop when using the velocity control scheme. The posi-
tion control scheme interprets the resultant vector as a 
positional command vector (i.e., units of distance). In the 
position cursor-control scheme, the endpoint of the resul-
tant vector equals the PC cursor coordinate (Equation 2):

The velocity cursor-control scheme interprets the resul-
tant vector as a velocity command vector (i.e., units of 
distance/time). A discrete integration over time deter-
mines the cursor position (Equation 3):

 where ( ) is the instantaneous resultant vector, Δtj is the 
loop time, Vgain is the velocity gain, and j is the software 
loop count (up to the total loop count, J). The velocity 
gain adjusts the maximum allowable speed (i.e., a speed 
limit). In practice, the magnitude of the resultant vector 
corresponds to the speed of the cursor and the direction 
of the resultant vector corresponds to the direction the 
cursor moves.

The potential field (Figure 2(c)) was developed in 
order to augment the ability of the user to perform func-
tional grasps using the postural controller. The potential 
field preferentially attracts the cursor coordinate to cer-
tain regions in the PC domain using a position feedback 
loop with a proportional-derivative controller. The practi-
cal effect is that the hand seems to snap into the preferred 
functional postures. This occurs because the position 
feedback loop acts like a gravitational (potential) field 
that pulls the cursor toward certain positions in the PC 
domain, similar to a ball rolling down a ramp. The feed-
back controller forces the cursor to the areas of lowest 
potential (i.e., the bottom of the wells and wedges) but 
still allows for intermediate positions between wells 
when EMG activity is produced that opposes the poten-
tial field. For example, the instantaneous cursor position 
depicted by the star in Figure 2(b) is on the edge of the 
potential well for the palmer prehension (PP) grasp (Fig-
ure 2(d)). The cursor position will move toward the PP 
target posture (Tp) in the subsequent time steps due to the 
potential well (unless the EMG activity changes drasti-
cally). All parameters of the potential field (diameter of 
the wells, width of the wedges, and depth of wells and 
wedges) can be adjusted in order to best aid the user in 
performing functional grasps. In effect, the potential field 
can be visualized as a third dimension to the PC domain 
as illustrated in Figure 2(c), where the red/green areas 
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have zero/negative potential, respectively. The design of 
the potential fields was determined during pilot studies in 
which various geometries (i.e., only wells, only wedges, 
and both wells/wedges) were compared. The parameters 
found during the pilot study were held constant for all 
subjects throughout the experiments described here. The 
sequential processing of the resultant vector by the cur-
sor-control scheme and then the potential field produces 
a PC cursor coordinate (PCx, PCy) that the JAT converts 
into a hand posture.

Joint Angle Transform
The JAT converts the PC cursor coordinate into a 

hand posture based on the postural map (Figure 2(d)) at 
a rate of 10 Hz. The postural map defines the number and 
location of the grasps (targets) available to the user in the 
PC domain. Table 1 defines the joint angles of each Tp 
(including hand flat). Each cursor coordinate in the PC 
domain corresponds to a unique posture. When the PC 
cursor coordinate equals the target position, then the con-
troller reproduces the Tp identically. As the PC cursor 
coordinate moves between Tps, the controller produces a 
linear combination of those two postures. A representa-
tive postural map is shown in Figure 2(d) (the hand flat 
posture is located at the origin of the PC domain but is 
not shown). This new algorithm allows for a vast number 
of postures and complete freedom to position the pos-
tures within the PC domain.

The JAT is a temporally and spatially dependent lin-
ear transform that converts the PC cursor coordinate into 
a joint angle array. The generalized equation (Equation 4)
defines the JAT:

where PCx(t) and PCy(t) are the temporally dependent PC 
cursor coordinates based on the acquired EMG signals, 
JATk,l are the joint angles for the two closest postures to 
the current PC cursor coordinate as determined by the 
postural map (k = 1–6 for a six DoF hand, l = 1–2 corre-
sponding to the two closest postures), and θ is the joint 
angle array. At any moment in time, the columns of the 
JAT are made up of two columns of Table 1 depending 
on the two nearest Tps. A novel aspect of this PC scheme 
is that the JAT is spatially dependent (i.e., the columns of 
the JAT change depending on the PC cursor coordinate). 
This fact differentiates this work from previous myoelec-
tric control algorithms. Also, the spatial dependence of 
the JAT allows for the freedom to position postures 
within the PC domain without limitation. This algorithm 
allows for any number of Tps that can be placed in any 
arrangement within the PC domain. The JAT ensures that 
the hand posture morphs as the cursor moves between 
targets in the PC domain.

This novel algorithm for a postural controller 
includes many customizable features (number of elec-
trodes, cursor-control schemes, potential field designs, 
postural map designs, etc.). This fact motivated Experi-
ment A, in which the preferred number of electrodes and 
cursor-control scheme was determined. Afterward, Experi-
ment B was designed to test the clinical efficacy of the 
postural controller by quantifying the controller perfor-
mance in a simulated real-world setting. Experiment B 
also studied the effects of visual feedback on perfor-
mance and the learning rate across days.

Joint Angle (°)
Grasp

LP TP PP HK PT CP HF
Thumb Rotation 20 90 90 0 0 90 0
Thumb Flexion 90 65 65 90 90 65 0
Index Flexion 70 70 70 70 0 45 0
Middle Flexion 80 0 80 80 80 55 0
Ring Flexion 80 0 80 80 80 65 0
Little Flexion 80 0 80 80 80 65 0

Table 1.
Joint angles for 6 degree-of-freedom prosthetic hand for seven functional grasps.

CP = cylindrical prehension, HF = hand flat, HK = hook, LP = lateral prehension, PP = palmar prehension, PT = pointer, TP = tip prehension.
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METHODS

Eleven total subjects naive to myoelectric control 
completed an experiment using the described postural 
controller. Experiment A consisted of a target-acquisition 
task using various configurations of the controller and 
was completed by seven subjects in order to empirically 
derive the best cursor-control scheme and electrode con-
figuration. Experiment B consisted of a posture-matching 
exercise using various forms of visual feedback over 3 d 
and was completed by four subjects (S1–S4) in order to 
measure the ability of the users when performing a more 
clinically oriented task. All subjects were nondisabled 
and claimed to have normal vision and upper-limb func-
tion. They conducted the experiment using the dominant 
limb (10 right-hand dominant subjects). An experimental 
meeting took approximately 2 h. The Institutional 
Review Board at the University of Colorado at Boulder 
reviewed and approved all experimental protocols. 
Informed consent was obtained from all subjects before 
each experiment.

Apparatus
Subjects sat in an upright position, with their domi-

nant arm bent at the elbow and forearm pronated on the 
armrest of the chair in front of a computer monitor. 
Experiments were carried out using an untargeted elec-
trode array as described previously (Figure 2(a)). Self-
adhesive snap electrode pairs with 2 cm spacing 
(Noraxon #272, Noraxon USA, Inc; Scottsdale, Arizona) 
comprised the electrode array. The array spanned the cir-
cumference of the proximal third of the forearm, with the 
electrodes in the longitudinal direction. A Noraxon Tele-
myo DTS system acquired the signals with a hardware 
sampling rate of 1.5 kHz. A NI-DAQ 9205 (National 
Instruments Corp; Austin, Texas) interfaced with the ana-
log output module of the Noraxon system and was con-
trolled using a custom-built LabVIEW interface 
(National Instruments Corp). The LabVIEW interface 
processed the EMG signals using standard processing 
techniques (band pass 30–450 Hz, rectification, RMS 
average). Individual gains, thresholds, and offsets tuned 
the system to produce a symmetric and comfortable sys-
tem (i.e., equivalent effort caused equivalent RMS aver-
age for all sites).

Experiment A
Experiment A took place in a single experimental 

meeting. During a single trial, subjects performed a cen-
ter-out target-acquisition task using one of two cursor-

control schemes and one of three electrode configura-
tions for a total of six control methods: 12-site position 
control (P12), 12-site velocity control (V12), 4-site posi-
tion control (P4), 4-site velocity control (V4), 3-site posi-
tion control (P3), and 3-site velocity control (V3). These 
experimental conditions were tested in order to empiri-
cally derive the best cursor-control scheme and electrode 
configuration. The sequence of control methods was pre-
sented in a pseudorandom fashion, where the velocity 
and position control sessions and the order of electrode 
configurations within each session was randomized for 
each subject (an example protocol is shown in Figure 3). 
The 4-site sessions used electrode numbers 3, 6, 9, and 
12, and the 3-site sessions used electrode numbers 3, 7, 
and 11 as described in Figure 2(a). The visual feedback 
paradigm for all sessions consisted of the PC domain 
including the target circle and PC cursor coordinate. 
Twelve equally spaced targets with radii of 14 percent of 
the PC domain were set at a radius 70 percent between 
the origin and the edge of the PC domain and aligned 
with the vector summation map as described in Rad-
hakrishnan et al.’s work [30]. Three randomized blocks 
of twelve targets were presented for each session. No 
potential field was applied during Experiment A in order 
to isolate the differences between each control method. A 
trial consisted of directing the cursor from the origin to 
the target within 10 s (including the 1 s hold time), other-
wise the trial was considered a failure. Each session con-
sisted of 36 trials and tested a single control method.

Experiment B
Experiment B took place across three experimental 

meetings on three separate days (D1–D3). This experi-
ment was designed to measure the clinical efficacy of the 
controller, evaluate the effects of visual feedback on per-
formance, and study learning across multiple days. In a 
single trial, subjects were asked to command a six DoF 
VH into one of seven Tps using a 3-site electrode array 
and velocity cursor-control scheme. This virtual posture- 
matching exercise was based on the Target Achievement 
Control Test [32], with the addition of various visual 
feedback methods. Each experimental meeting was com-
posed of the same sequence of four sessions, which pre-
sented various visual feedback paradigms: (1) Pretest (Pt) 
session, (2) target (Tar) training session, (3) no target 
(nTar) training session, and (4) test (T) session. The 
sequence of these sessions was meant to help train the 
subjects in achieving the various Tps in the PC domain. 
During all sessions, a computer monitor presented a Tp 
and a VH prosthesis that responded to the real-time output 
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Figure 3.
Experiment A protocol for exemplary single meeting. Visual feedback paradigm for all sessions consisted of postural control (PC) 

domain including target circle and PC cursor coordinate. Sequence of control methods was presented in pseudorandom fashion, 

where velocity and position control sessions and order of electrode configurations within each session were randomized for each 

subject. P3 = 3-site position, P4 = 4-site position, P12 = 12-site position, V3 = 3-site velocity, V4 = 4-site velocity, V12 = 12-site 

velocity.

of the postural controller. The additional visual feedback 
differed between experimental sessions (Figure 4). The 
PC domain with the real-time cursor position as well as 
the Tp was presented in the Tar session. The PC domain 
with the real-time cursor position but not the Tp was pre-
sented in the nTar session. The PC domain was hidden 
during the testing sessions (Pt and T). The sequence of 
the sessions (Pt, Tar, nTar, T) was designed to allow for 
the assessment of learning [33]. The Pt and T sessions 
simulated a real-world environment in which a screen 
displaying the PC domain would not be present, thereby 
assessing the clinical efficacy of the system. The Tar and 
nTar sessions used visual feedback to help train the sub-
jects to perform the task. Six equally spaced targets with 
radii of 14 percent of the PC domain were located at a 
radius 70 percent between the origin and the edge of the 
PC domain (the seventh Tp, hand flat, was located at the 
origin of the PC domain, Figure 2(d)). A trial consisted 
of matching the VH to the Tp within 10 s (including the 1 s
hold time), otherwise the trial was considered a failure. 
The VH matched the Tp when the cursor was within the 
14 percent radii of the target in the PC domain and was 
provided using a visual indicator. The Pt/T sessions con-
sisted of 35 trials (5 attempts at each target), and the Tar/
nTar sessions consisted of 70 trials (10 attempts at each 

target). The identical potential field was applied during 
all experimental meetings and is depicted in Figure 2(c). 
The EMG tuning parameters (gains, offsets, and thresh-
olds) were defined during the first meeting and not 
altered during the second or third meetings.

Performance Metrics
Several performance metrics were used to study the 

performance during experiments A and B. The comple-
tion rate (CR) is the number of successful trials per total 
number of trials. The movement time (MT) is the duration 
of the successful trial in seconds not including the 1 s 
hold time. The path efficiency (PE) (Equation 5) 
describes the degree to which the cursor trace erred from 
the most direct path between the origin and target during 
successful trials:

The traveled distance is the discrete integral of the PC cur-
sor coordinate path. The ideal distance is the straight-line
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Figure 4.
Experiment B single meeting protocol. This protocol was repeated on days 1–3. During all sessions, computer monitor presented 

dynamic virtual hand (VH) prosthesis that responded to real-time output of postural controller and target posture (Tp). Additional 

visual feedback differed between pretest (Pt)/test (T), target (Tar), and no target (nTar) sessions. All sessions used the same control 

method (V3 = 3-site velocity control). PC = postural control, t = time.

distance between the target coordinate and the origin. A 
PE equal to 100 percent signifies that the cursor traveled 
along a straight line between the origin and target.

MT and PE were only reported for successful trials. 
Better performance is quantified by higher CR, lower 
MT, and higher PE. One- or two-factor analyses of variance
and Tukey-Kramer post hoc analyses were used when 
appropriate, with a significance level of 0.05. Experimen-
tal results report mean ± standard error of the mean.

RESULTS

Experiment A
The PC cursor coordinate traces in the PC domain 

using the six control methods for a single subject are 
shown in Figure 5. Figure 5(a) displays the successful 
trials and Figure 5(b) displays the failed trials for a sin-
gle subject across all six conditions. The 12 targets are 
shown as well as the vector summation map. The top row 
depicts the position control trials and the bottom row 
depicts the velocity control trials. Figure 5 describes 
qualitatively an increase in CR and PE for the velocity 

control sessions compared to the position control ses-
sions, shown by the increase in straighter traces. Also, 
performance does not seem to change when using a 3-, 4-,
or 12-site electrode array. These qualitative observations 
are tested statistically using the performance metrics 
described previously.

The average performance metrics across subjects for 
each experimental session are shown in Figure 6. All 
metrics described the same two findings: the velocity 
control method allowed for better control than the posi-
tion control method and the number of control sites did 
not change the performance. In detail, the CR was signif-
icantly greater with velocity control (84 ± 3%) than with 
position control (45 ± 3%, p < 0.001). The MT was sig-
nificantly lower with velocity control (5.3 ± 0.2 s) than 
with position control (6.1 ± 0.1 s, p < 0.001). The PE was 
significantly greater with velocity control (69 ± 3%) than 
with position control (27 ± 2%, p < 0.001). In addition, 
the number of control sites used during each session did 
not affect the CR, MT, or PE (p = 0.57, 0.34, and 0.32, 
respectively).
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Figure 5.
Raw postural control (PC) cursor coordinate traces by single subject. (a) Successful attempts for each experimental session. 

(b) Failed attempts for each experimental session. Targets are shown as circles. Axes correspond to 12 electrodes on limb. P3 =

3-site position, P4 = 4-site position, P12 = 12-site position, V3 = 3-site velocity, V4 = 4-site velocity, V12 = 12-site velocity.
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Experiment B
The ability of subjects to volitionally command a six 

DoF VH into seven functional postures was quantified 
(Figure 7) using the average 

Figure 6.
Experiment A performance metrics averaged across subjects for each control method. No difference was found when comparing 12-

site, 4-site, and 3-site electrode array sessions. *p < 0.05. P3 = 3-site position, P4 = 4-site position, P12 = 12-site position, V3 = 3-

site velocity, V4 = 4-site velocity, V12 = 12-site velocity.

CR, MT, and PE performance 
metrics for each subject (S1–S4). During the testing ses-
sion, the average CR, MT, and PE across subjects was 
82 ± 4 percent, 3.5 ± 0.2 s, and 45 ± 3 percent. The CR 
for S4 is a statistical outlier (p = 0.01) and is discussed in 
more detail below. The average CR without S4 is 88 ± 
2 percent.

The retention of the ability to use the postural con-
troller was tested by comparing performance metrics pro-
duced during the Pt sessions for all subjects across days 
(Figure 8). The Pt session occurred before the training 
sessions and thereby tested the retention of the ability to 
use the postural controller from the previous day. The CR 
and PE results were significantly different across days (p <
0.001 and p = 0.002, respectively). Post hoc analysis 
showed that the CR and PE for D1 was significantly 
lower than for D2–3. The CR and PE results showed no 
difference between D2 and D3 (p = 0.47 and p = 0.08, 

respectively). The MT results showed no difference 
across days (p = 0.98).

The effect of visual feedback on performance was 
tested by comparing average metrics across days for the 
Tar, nTar, and T sessions (Table 2). The CR was signifi-
cantly greater during Tar and nTar sessions than during T 
session for three out of four subjects. The MT and PE did 
not change for any subjects across visual feedback para-
digms (average p-values of 0.50 ± 0.05 and 0.83 ± 0.08). 
These results indicate the additional visual feedback pro-
vided during Tar and nTar sessions augments CR, but not 
MT or PE. In other words, the additional visual feedback 
increased the frequency of successful trials but did not 
increase the speed or precision of the successful trials.

DISCUSSION

Experiment A
The results of Experiment A described a significant 

increase in performance using a velocity cursor-control 
scheme compared to a position cursor-control scheme. 
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Several factors were observed that differentiate the two 
cursor-control schemes. The position control scheme 
requires continuous activation of specific musculature in 
order to complete a successful trial because quiescent 
EMG 

Figure 7.
Experiment B testing session performance metrics averaged over days for each subject (S). *p < 0.05.

activity (i.e., rest) equates to the PC cursor coordinate 
position at the origin. It was observed that subjects had 
difficulty holding specific muscular contractions in order 
to maintain the cursor in the target position. The velocity 
control scheme allowed for sequential activations of spe-
cific musculature in order to complete a successful trial 
because quiescent EMG activity equates to a stationary 
PC cursor coordinate position. As a result, subjects were 
observed using a “pulsing” strategy, in which sequential 
muscle contractions moved the cursor small distances 
toward the target followed by a pause or rest to ensure an 
accurate completion of the task. Similar observations 
were described by Jiang et al., who compared a position 
and velocity control scheme with a nonnegative matrix 
factorization algorithm [34]. This result designates veloc-
ity control as the favored cursor-control scheme for the 
system. However, we acknowledge that the preferred cur-

sor-control technique may depend on the task (e.g., a cen-
ter-out target-acquisition task using a VH vs an object-
manipulation task using a physical prosthesis) and should 
be studied further.

The results of Experiment A found no difference in 
performance between the different electrode arrays 
tested. The 12-site untargeted electrode array is assumed 
to measure redundant EMG activity; therefore, a subset 
of electrodes could measure the equivalent information. 
Previously, we found that three statistically independent 
electrodes could be determined by performing a cross-
correlation analysis of the EMG activity measured using 
a 12-site untargeted surface electrode array for 9 out of 
10 subjects tested [35]. For this task, the EMG activity 
collected by three electrodes provided sufficient informa-
tion for the controller to decipher user intent with similar 
accuracy to the 4- and 12-electrode arrays. The 3-site 
electrode array is thereby the preferred electrode array 
configuration for this system. This finding has noteworthy
clinical implications as well. The number of electrodes 
necessary to control a myoelectric prosthesis should be 
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minimized in order to reduce cost and complexity of a 
prosthetic hand system. We plan to build upon this result 
by developing a PC domain map for a 2-site electrode 

Figure 8.
Experiment B Pretest session performance metrics averaged over subjects for each day (D). *p < 0.05.

array in the future.

Experiment B
The clinical efficacy of the postural controller was 

studied using the T session performance metrics. The 
average CR, MT, and PE during the T sessions were 
comparable to many of the current state-of-the-art myo-

electric controllers [15–16,26]. Pistohl et al. used a simi-
lar control architecture, but did not test a clinically viable 
system since the control sites were intrinsic to the hand 
and functional postures were not produced [29]. How-
ever, Dalley et al. reported better performance than the 
work presented here with a state machine architecture 
[23] using a clinically viable system. The state machine 
architecture provides a more restrictive environment, within
which the user controls 

Subject
CR (%) MT (s) PE (%)

Tar nTar T p-Value Tar nTar T p-Value Tar nTar T p-Value
S1 82 84 86 0.84 4.6 4.1 4.3 0.36 52 55 53 0.95

S2 98 95 89 0.01 3.0 3.3 3.3 0.63 38 40 38 0.59

S3 99 97 89 0.04 2.7 2.6 2.8 0.54 46 50 48 0.92

S4 91 99 64 0.01 3.5 3.2 3.5 0.46 39 41 42 0.86

the hand posture as compared to 

Table 2.
Experiment B performance metrics averaged across days for each subject. Results are shown for target training (Tar), no target training (nTar), 
and test session (T); p-value indicates statistical difference between sessions. Bold p-values indicate significant difference.

CR = completion rate, MT = movement time, PE = path efficiency.
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the PC architecture. The state machine limits the user to 
specific transitions between neighboring postures using a 
physiologically inappropriate trigger command, while the 
postural controller allows for direct transitions between 
all postures in the PC domain without a trigger com-
mand. The state machine is a single-dimensional archi-
tecture (i.e., a linear arrangement of postures), whereas 
the PC architecture is a two-dimensional architecture 
(i.e., a planar arrangement of postures). The added 
dimension in the PC architecture provides additional 
freedom while sacrificing performance as compared to 
the state machine [21]. We plan to study this trade-off in 
more depth by comparing state machine and PC architec-
tures directly in the future.

The CR for S4 was significantly different compared 
to the three other subjects (p = 0.01). We feel that the 
EMG acquisition gains and thresholds were poorly tuned 
(the gains too high and thresholds too low) during D1 for 
S4. The subject repeatedly overshot the target in the PC 
domain and lacked the ability to direct the cursor to the 
target consistently without visual feedback (<70% CR). 
The experimental protocol disallowed retuning of the 
EMG acquisition system after the first meeting. How-
ever, this is only a constraint due to the experimental 
design, which is to study the robustness of the algorithm 
across days. In a clinical setting, the EMG acquisition 
gains and thresholds would be tuned (and retuned) appro-
priately by a prosthetist when necessary.

The Pt session allowed for an analysis of retention of 
the ability to use the postural controller across days. The 
performance of subjects (specifically CR and PE) 
increased and then persisted after only a single day of 
training. In other words, a single training session is suffi-
cient for high-level use. This implies that clinical imple-
mentation of the postural controller could occur during a 
single training session between the prosthetist and user.

Another important outcome when comparing perfor-
mance across days is that performance is not affected by 
donning or doffing of the myoelectric system. The myo-
electric interface was removed completely between days; 
however, the performance on average increased and then 
stabilized without retraining or tuning the myoelectric 
interface. Specifically, this observation differentiates the 
postural controller from many pattern recognition sys-
tems previously developed that show deteriorating per-
formance from donning and doffing [16].

The effect of visual feedback on performance was 
shown to significantly augment the CR for three out of 

four subjects. This finding was expected as the visual 
feedback provided during the training sessions was 
meant to assist the subjects in completing the task. The 
information provided by the real-time cursor position 
enabled the subjects to modulate the muscular activity in 
order to acquire the target in the PC domain. The MT and 
PE metrics were unaffected by the various visual feed-
back paradigms. This suggests that visual feedback 
assisted in the overall completion of the task (i.e., match-
ing postures) but not in the speed (MT) or precision (PE). 
However, this study did not test whether subjects would 
learn more effectively by exploring the PC domain with-
out any visual feedback, which will be tested in future 
studies.

Novel Aspects
The postural controller presented here integrates sev-

eral novel aspects with respect to previous work [24–
26,31]. Here, the postural map is fully customizable due 
to the novel derivation of the JAT. Previously, principal 
component vectors were used to derive the JAT and 
thereby statically dictated the number and locations of 
the postures in the PC domain. Now, the locations of the 
postures are defined by the postural map and imple-
mented using Equation 4. The number and location of 
the postures in the PC domain is unlimited. The exem-
plary postural map (Figure 2(d)) depicts a PC domain 
with seven unique postures (including hand flat); how-
ever, additional postures could be added circumferen-
tially between the given postures, radially in front or 
behind the postures, etc. Furthermore, the PC algorithm 
allows for the addition of wrist postures to the PC 
domain; this would provide a system that could control 
both wrist and hand posture in simultaneous fashion. The 
freedom provided by this architecture is greater than pre-
vious postural controllers due to the advancement in the 
derivation of the JAT.

The development of the potential field also distin-
guishes this work. The potential field effectively adds a 
third dimension to the PC domain. The topography of the 
PC domain is determined by the design of the feedback 
controller and the tuning of the proportional and deriva-
tive gains. The proportional gain adjusts the “steepness” 
of the well/wedge, while the derivative gain “flattens” the 
bottom of the well. An interesting viewpoint is that the 
potential field transforms the PC domain into a “soft” 
state machine. The preferred states are located at the 
areas with lowest potential, and the harshness of the 
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states is determined by the depth of the wells/wedges. 
The exemplary potential field (Figure 2(c)) is a prelimi-
nary attempt to design a potential field that augments the 
performance of the postural controller. Pilot studies indi-
cated the utility of the potential field used here; however, 
the design of more optimal potential field requires further 
investigation. 

CONCLUSIONS

The replacement of the human hand after amputation 
requires solving intensive engineering challenges, includ-
ing the development of real-time and intuitive MECs. 
Here, a novel MEC was tested in order to determine key 
design features and measure performance across multiple 
days. The use of a velocity cursor-control technique 
caused performance to increase compared to a position 
cursor-control technique. Also, the number of surface 
electrodes used by the subjects (3, 4, or 12) did not cause 
a change in performance. These results inform the design 
of the PC algorithm. The ability to command a virtual 
hand was measured at a high level and did not degrade 
across multiple days of testing. This work substantiates 
the novel algorithm for a postural controller as an effec-
tive and robust design for a MEC of multifunction pros-
thetic hands.
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